
CURRENT MONITORS CALIBRATION 
 

Paris Demetriou 

FAST SWITCH-OVER NOTES 
 
 

HEP GOLD 
 NX58 BCBM F15 29XF104 BCBM A20 
       

/SpreadSheet/Ags/Location/911B/CDC.911SWIC.DIGIO/BIX.PTCL_MODE, set to SpreadSheet 
Mode Selection PRO PPR 

       
TEST PULSE       

Weight 
 

30mA 
200us 

400mA 
12ms 

1A 
22ms 

50uA 
475us 

500uA 
22ms 

500uA 
12ms 

Spr/Sheet 
Settings 

N/A PRO, BBB, 
NEG, LOW 

N/A N/A PPR, AAA, 
POS, HIG 

x10, AAA,  
PPR, HIG 

Hardware 
Settings 

Linac personnel 
control ON/OFF 

N/A RK73L-P02 
switch LOW 

Located at 
HITL-3 House 

N/A N/A 

Number of Ions 37.45E12 p+ 2.97E12 p+ 17.78E12 p+ 4.58E9 Au32+ 1.43E9 Au32+ 0.28E9 Au77+ 
       
911B/Rm222       
Received Test 
Pulse Level 

2.9V 
200us 

170mV 
12ms 

1.14V 
22ms 

300mV 
475us 

800mV ? 
22ms 

415mV 
12ms 

Revolution 
Frequency 

N/A @ Injection, 
841kHz 

@ Injection, 
348kHz 

N/A @ Injection, 
68kHz 

@ Injection, 
160kHz 

 
 


